Effects of threshold voltage variability on the characteristics of high sensitivity metal-oxide-semiconductor dosimeters.
The consequence of the variability of the threshold voltage of high sensitivity metal-oxide-semiconductor (MOS) dosimeters on the accuracy of the measured dose is presented.